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] % BlueCAL Setup - M
! ’ Welcome
felcome to the installer for BlueCAL ¥1.0.0.1.
It is strongly recommended that you exit all
#indows programs before continuing with this
installation.
! 1B\ If you have any other programs rumning, please
v click Cancel, close the programs, and run this
' /) “\ setup again.
L Z Otherwise, click Next to continue.
( |\
|
|
|
|
|
< Back E HNext > ; I Cancel I
|
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5 BlueCAL Setup . M
|| Installation Folder T
: . o S —

Where would wou like BlueCAL to be installed? \% )

The software will be installed in the folder listed below. To select a

different location, either type in a new path, or click Change to browse for
)| an existing folder.
I
| Install BlueCAL to:
| Ci\Progran Files (:66) \ELucCAL
l Space required: 1.32 MB
f Space available on selected drive: 43.12 GB
L
| |
1
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|| Shortcut Folder W ¢
) ) ——
fhere would you like the shortecuts to be installed? @

The shortcut icons will be created in the folder indicated below. If you
don’ t want to use the default folder, you can either type a new name, or
select an existing folder from the list.

Shorteut Folder:
BlueCAL v

@ Install shorteuts for current user only
(") Make shortcuts available to all users

[ < Back
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£ BlueCAL Setup ()
|| Ready to Install BT
You are now ready to install BlueCAL ¥1.0.0.1 @ )’
The installer now has enough information to install BlueCAL on your computer.
' The following settings will be used:
l Install folder: C:\Program Files (x86)\BlueCAL
|
i Shortcut folder: BlueCAL
Please click Next to proceed with the installation
|
|
|
|
|
< Back ] E Hext > i [ Cancel I
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Installation Successful

The BlueCAL ¥1.0.0.1 installation is complete.

Thank you for choosing BlueCAL!

Flease click Finish to exit this installer.
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l ! BlueCAL Promisense Tech. Co. Ltd E|
FlyPRO V4.22 (2017-03-03) SOFI TECHNOLOGY
B S REFEMES S SRR AR AT
¥ Vspeed Shenzhen Stager Electronic CO.L...
DSthCPro (Driver Removal)
(%) Awira System Speedup Avira Operations GmbH & Ca. KG
© Avira Antivirus Avira Operations GmbH & Co, KG
31l Y2z —

32a AD

2 | bg32A" ®Te 9 1 b NextY o!

K - - = ¥ !
+, BlueCAL Uninstaller ﬂn
Uninstall BlueCAL
This program will uninstall BlueCAL ¥1.0.0.1.

If BlueCAL is ecwrrently running, please close it
before proceeding with the uninstallation.

Otherwise, click Next to continue.
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Uninstallation Successful
’ BlueCAL ¥1.0.0.1 has been uninstalled.

Please click Finish to exit.

f’" '

®

333a Ha
U4 Tk
BlueCAL T 722 %h A=z h BILARK-1M~ NDIRoy ey H T! @

Lark-188 Q= TH'QQI O @MLARK-1V" ey " ¥e Zero = Span%oh |
HbA|FY A |y 8%h QQ . y o9 x SigCTS, Ref CTS, DET Temp
BlueCAL T y © 3 h@®LARK-1ley* 38 1| ® i Al v

a 19z N AN-001x LARK-ley # 38
a5 TIT
1. 1 7 Lark-ley v Gg 3 Uy
2. ku/ly BlLark-1t 21 T g
3. "Yt 1s/2s/5s/10s/20s/30s/60s'H Lark-1Q'Qx READING SIG REF
TEMP AIR PRESSUREI BIQQ! 3 & wmexceld T Y

4. 'YL 1 A 0 MLark-1  Zero= Spane %h
5. | Lark-15 @ A%h QQ1 O¢, = J

7% T92DYH& 3¥ > :+86 0512-65976521 Page 7 of 20
A$UTY n =? 99N NWO02-402 > :TechSupport@promisense.com 2018/7/18



|\
Promisense Calibration Utility BlueCAL

Promise for new sense

u 6. T AT

6.1Lark-1 T J

b g6.1A~ | NLlark-13 USB-232 Qv i~ 31§ BIEVA-CONNECT—I
USB-232 Qv @iUSB i 201 N9-24Va ¢ | EVA-CONNECT—Lark-1
€2 KA USB-232 Q¢ @D 0 G orL*. G LED O |1 USB-
232 Qvafapg tAnwt " { GECOMMY £1 b g,6.27A"

(FX @ 6.1a ®USB-232 Q" = EVA-CONNECT—% % T1 Dv ()

g,6.1Lark-1 T U

MiEF) ®EA) ZENM  EEIH)
= Hm|l
4 LIUWEL] <
b -€) Bluetooth FTAEEMIESS
> IDE ATA/ATAPI 325132 Bl
o shiEss 3
by BEEIRFNER |
b TEAEESIRE i
>3 EEith
T 0O (COM #1 LPT)
L..¥3 USB Serial Port (COM6)
i
T B
-5 REEAREER v
< | " »
0,62 1 1Tn-H
7% T92DYH& 3¥ D :+86 0512-65976521 Page 8 of 20
A$UTYy n =? 99N NWO02-402 > :TechSupport@promisense.com 2018/7/18



e
Promisense Calibration Utility BlueCAL

Promise for new sense

. 62k D T

2’ 207 ©BlueCALg %00 G BlueCAL.exea Tk O T1 ., XA 1 1 b
g, 6.31 2~3s® T,

Utility Software
for LARK-1

BlueCAL
®

Promisense

6.3 COMM1 &

bg64 O @COMMM &£ "~ GELARK-1M® z 1 9600L - ' (
"OOH@EL: ' 3 Nh, 1)

D BluecAL
COMM [INFO | CALIBRATE | RESTORE | ABOUT]|

COM Setting

Check Port COM16 -

Baud Rate 9600 A

Data Bits
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Stop Bits
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COM Setting

Check Port |COM17 -

Baud Rate 9600 -
Data Bits 8
Parity None

Stop Bits One

[ Confirm ] [ Next
Promise jor new sense I Device detected 101000201611 |
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Check Port  |COM17 -
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Stop Bits One
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|COMM| INFO | CALIBRATE | RESTORE | ABOUT]| |
Sensor Information |
Type CH4
SN 402000651711
Reading Unit PPM
Range 50000
' Minimum Calibration Value 12500

|

:{Dataloglmerval D] Sec]

Promise for new sense Device detected:402000651711
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REC Date Time Reading SIG REF  Temperature gressure

455 2017-04-28 |16:41:07 |28 213331 98124 |30003 10094

456 2017-04-28|16:41:08|-26 213327 98124 |30003 10094

457 2017-04-28 |16:41:09 | -26 213327 98124 |30003 10094

458 2017-04-28|16:41:10|-26 213327 98124 |30003 10094

459 2017-04-28 |16:41:11 | -26 213327 98124 |30004 10094

460 2017-04-28|16:41:12|-26 213327 98124 | 30004 10094

461 2017-04-28 |16:41:13 | -26 213327 98124 |30004 10094

462 2017-04-28|16:41:14|-25 213322 98123 | 30004 10035

463 2017-04-28 |16:41:15 |24 213319 98123 |30004 10095

464 2017-04-28|16:41:16 |-20 213309 98123 | 30004 10094

465 2017-04-28 |16:41:17 |-17 213301 98123 | 30004 10094

466 2017-04-28|16:41:18|-17 213301 98123 | 30004 10035

467 2017-04-28 |16:41:19 | -20 213309 98123 | 30005 10094

468 2017-04-28|16:41:20|-20 213309 98123 | 30005 10094

469 2017-04-28 |16:41:21 | -20 213309 98123 | 30005 10094

470 2017-04-28|16:41:22|-18 213301 98122 | 30005 10094

471 2017-04-28 |16:41:23 |-18 213301 98122 | 30005 10094

472 2017-04-28|16:41:24 |21 213309 98122 | 30005 10094

473 2017-04-28 |16:41:25 |25 213319 98122 | 30005 10094
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